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imulation of light transport
A B S T R A C T
Simulation results for light transport in long tapered CsI(Tl) crystals using look-up tables (LUTs) are presented.
The LUTs were derived from the topography of a polished and a lapped surface of a CsI(Tl) crystal measured
with atomic force microscopy. Simulations with different combinations of polished and lapped surfaces were
performed, to extract the non-uniformity of light collection depending on the interaction point, and compared
to experimental results. The simulations reproduce the general trend given by the measurements, and show
that more homogeneous light collection is attained when all lateral sides of the crystal are lapped. For the
lapped crystal the simulation model is most sensitive to the reflectivity of the enhanced specular reflector (ESR)
foil surrounding the crystal, which is one of several properties influencing the light transport examined in this
study. The sensitivity of the light-output non-uniformity to variations in the absorption length observed in a
batch of CsI(Tl) crystals in a previous study is also discussed. Residual differences between the simulation and
the measurements can potentially be attributed to the scattering of scintillation photons inside the materials
used. Additional measurements to further advance the construction of the simulation model are suggested.. Introduction
.1. Purpose of the study
The purpose of this study is to investigate light transport in large-
olume inorganic scintillators of CsI(Tl), used for nuclear calorime-
ry and spectroscopy, by exploiting a new promising simulation ap-
roach based on real crystal surface data that has become available
ecently [1,2]. A thorough understanding of light transport and collec-
ion in scintillation detectors for nuclear physics is of importance for
he understanding of light-output uniformity, and consequently for the
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energy resolution that can be achieved with such detectors. We refer to
Refs. [3,4] for a detailed background discussion.
A computer model that can describe this process with high accuracy
would provide a valuable tool to predict the performance of a new
detector system during the design phase, and can also be used in the
manufacturing process. With the advent of improved crystal surface
mapping techniques and increased computing power it is of interest to
take advantage of these two developments for a comparison between
simulated and measured data with a focus on improving light-output
uniformity.ttps://doi.org/10.1016/j.nima.2021.165302
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A. Knyazev, J. Park, P. Golubev et al. Nuclear Inst. and Methods in Physics Research, A 1003 (2021) 165302Fig. 1. To the left: a sketch of the CsI(Tl) crystal used for measurements and simulations of light transport in this work. The full blue arrow indicates an incident 𝛾-ray. The
measurements were performed with a collimated beam in 10 equidistant points indicated by crosses. The dashed red line illustrates the focussing effect caused by the tapered side
of the crystal. The avalanche photo diode used for the light read-out is situated on the left side of the crystal. All distances are given in mm. To the right: the order followed
when lapping the sides of the crystal. The lapping was applied to the indicated areas starting from area 1, and adding new surfaces, until area 10 was lapped. In the text this
sequence is designated as lapping cases A to K. These cases corresponds to a fully polished crystal (A), and a gradual increase of the lapped area using the 10 indicated areas,
until the crystal was fully lapped (K).This work follows the development of the calorimeter, CALIFA [5],
for the R3B experiment [6] at FAIR [7]. CALIFA consists of commer-
cially manufactured CsI(Tl) crystals1 of elongated shape with lengths
from 17 cm up to 22 cm, each of which is wrapped in enhanced specular
reflector (ESR) foil2 to aid optical photon transport and coupled to
avalanche photodiodes (APDs)3 for light readout.
1.2. Current status of light transport simulations for detectors in nuclear
physics
Traditionally light transport models implemented in state-of-the-art
simulation software, e.g. GEANT4 [8–10], have relied on parameter-
dependent models where the relative influence of effects such as spec-
ular reflection, backscattering in groves on the surface, and diffuse
Lambertian scattering are described by a set of parameters that can be
challenging to determine empirically. Consequently, such models may
introduce an amount of arbitrariness in the result if they include many
parameters. An example of this parametric approach, which can be used
for general discussions, is the well-established UNIFIED model [8–10],
which contains 5 parameters that characterize the processes involved
in the way indicated above.
However, recently it has also become possible to use look-up tables
(LUTs) based on measurements that describe light scattering on the
boundaries of a crystal. Two approaches that have provided promising
results should be mentioned. The first one relies on the calculation
of light reflection and transmission based on atomic force microscopy
(AFM) measurements of the surface [1,2], while the second approach
is based on direct measurements of the distribution of scattered light
using a dedicated apparatus [11–13]. In this work we employ the
first method and calculate LUTs based on surface maps from AFM
measurements of lapped and polished surfaces, and apply them in
simulations. The underlying principle of this method, to calculate a LUT
for light scattering on the crystal boundary, is to extract the direction
of the surface normal at each grid point based on the topographical
map from the AFM measurement, to let photons scatter on this surface
from all possible directions from inside the crystal, and to register the
corresponding outgoing angles. In practice a random grid point on the
surface is first selected and its normal is extracted. The wavelength of
an incoming photon is then simulated based on the wavelength distri-
bution of the scintillation spectrum of the material. Furthermore, the
direction of the photon with respect to the boundary is also simulated
by randomizing over all possible incoming directions. The resulting
1 Amcrys-h Ltd., Kharkov, Ukraine.
2 3M Company, Vikuiti 3000.
3 Hamamatsu Photonics K. K., Si APD S8664-1010.2
reflection angle, for a given incoming direction, is then calculated using
mirror reflection and is stored in a two-dimensional histogram with
the azimuthal and polar reflection angles on the two axes. The same
procedure is also carried out for photons that transmit through the
surface. In this case the transmission angle is calculated using Snell’s
law. The probability that reflection or transmission occurs is in turn
given by the Fresnel equations. Further details of the calculation of
the LUTs are given in Section 4.3. For completeness, we mention that
the alternative method, that uses a dedicated apparatus, is based on
the principle of shining a light beam through a half-sphere shaped
crystal sample onto the boundary under investigation using a movable
source, and to measure the corresponding spatial intensity distribution
from the reflection using a likewise movable detector. For a more
detailed discussion of the alternative method we refer the reader to
Refs. [11–13].
The simulation results from the current investigation are compared
to a set of light-output measurements for a large-volume crystal with
the same geometry and surface treatments that are used in the sim-
ulations. A specific advantage with the AFM-based approach is that
AFMs are commercially available and are in common use for surface
characterization also in other scientific fields. One can also point out
that by avoiding the parameter dependence inherent in earlier models
one can now with more confidence investigate the dependence of the
detector response on other important physical parameters, e.g. the
absorption length and refractive indices of the materials involved. We
also perform such a sensitivity study as part of this work.
2. Material-related simulation parameters
For light transport in tapered crystals, which are commonly used in
detector systems with large solid angle coverage for high geometrical
efficiency, two major effects need to be considered. The first one,
light absorption, is governed by the mean free path of the scintillation
photons in the material. The second is the focussing effect. This effect
results from the tapered shape of the crystal, and is due to the decrease
of the incoming angle, with respect to the exit surface normal, that
the scintillation photons experience with the number of reflections they
have undergone at the tapered side of the crystal (see Fig. 1). This effect
can be reduced by surface treatment, which introduces a randomized
distribution of microfacets on the surface that leads to a randomization
of incoming angles for the scintillation photons on the exit surface.
Both these effects have been discussed previously in the literature. For a
more detailed discussion, including the influence of surface treatment,
we refer to our previous paper [4] and references therein.
The interplay of the processes mentioned above defines the amount
of light that propagates to the light sensor. Consequently, although





Fig. 2. The light absorption length in CsI(Tl), as a function of the photon wavelength,
easured with a spectrophotometer. The dashed dark blue line shows the average
bsorption length for a sample of 10 crystals. The blue region indicates the 1𝜎 band
for the mean trend. The absorption length of the crystal used for the measurements
and simulations of the light-output non-uniformity in this work is shown by the full
red line.
Table 1
Nominal values of parameters used for the simulation of light transport in the tapered
CsI(Tl) crystal in this work. The refractive index of CsI(Tl) is given as the weighted
average over the scintillation emission peak, as is the reflectivity of the ESR foil and
the two absorption lengths. The refractive indices of the window and the coupler is as
provided by the respective manufacturer. For further information about the emission
spectrum and the quantum efficiency of the APD, which were kept constant in this
work, we refer to our previous publication [4] that discusses the light readout from
the experimental point of view. For further information about the absorption lengths
see Fig. 2 and the corresponding information given in the text.
Simulation parameter Notation Nominal value Unit
Refractive index of window nw 1.53
Refractive index of optical coupler nc 1.41
Refractive index of CsI(Tl) nCsI 1.80
Reflectivity of ESR foil RESR 99.52 %
Mean absorption length 𝜆𝑚𝑒𝑎𝑛 32.83 cm
Crystal absorption length 𝜆 31.15 cm
the introduction of LUTs, based on realistic surfaces, removes several
parameters from the light transport simulation, a number of material-
dependent parameters still need to be taken into account. In addition
to the absorption length these include the reflectivity of the reflector
foil, the refractive indices of the crystal, the optical coupling material,
and of the window of the photo sensor itself. The refractive indices
are important since they determine how much of the light reflects or
traverses the crystal boundaries. For the simulations described below
the refractive index of the crystal was estimated with a set of pa-
rameters from Ref. [14], while the refractive indices of the coupler
and the window were obtained from the data sheets of the respective
manufacturers. The influence of these two parameters on the uniformity
of the light collection is discussed further in Section 5.2. Another
physical property to consider is the emission spectrum of CsI(Tl), which
is known to be dependent on the dopant concentration [15]. In this
work the emission spectrum given in Ref. [16] was used. A summary of
the nominal values of the parameters that were used in the simulation
is given in Table 1 with additional description below.3
2.1. Measurement of the absorption length
A 17-cm CsI(Tl) test crystal of the shape shown in Fig. 1 was used for
these measurements. A spectrophotometer4 was employed to obtain the
absorption length measured along the main axis of the test crystal. The
measurement procedure to extract the absorption length is described in
more detail in Ref. [4]. The apparatus uses a sample beam of variable
wavelength and measures the attenuation of the light intensity as the
beam traverses the material and is detected on the receiving end. In
this work a wavelength range from 300 nm to 750 nm was used to
cover the emission spectrum of CsI(Tl). The attenuation was extracted
taking into account the refractive index of CsI and the reflection on the
entrance and exit surfaces assuming a single passage of the light beam.
This assumption should be precise to ≲1% (see Ref. [4] for further
discussion).
A first set of measurements, to establish the mean value for the
attentuation length and the standard deviation for the crystal material,
were performed on a set of 10 crystals (see Fig. 2) as described
earlier [4]. The measurement of the absorption length of the test crystal
investigated here was performed in the same manner. Its attenuation
length (see Fig. 2, red curve) was found to be smaller than the average
value from previous measurement, but well within the 1𝜎 deviation. In
the wavelength range from 500 nm to 600 nm, where the CsI(Tl) emis-
sion spectrum is the most intense, the attenuation length increases from
28 cm up to 34 cm for the test crystal. Supplementary measurements
with and without ESR foils surrounding the four long sides of the test
crystal were performed in order to gauge the amount of beam scattered
out of the crystal volume. No significant differences (< 2%) were found
between these two measurements.
2.2. Measurement of the surface topography
A test sample in the form of a 1 × 1 × 1 cm3 cube of CsI(Tl)
was used for the surface measurements. The size of the test sample
was determined by the maximum sample size that could be well fitted
into the atomic force microscope. The sample was obtained from the
manufacturer of the CsI(Tl) crystals used for the CALIFA project. The
treatment of the surfaces was performed using the same procedure
that was applied for the 17-cm test crystal as discussed in Section 3.
The polishing was performed with ethylene glycol and a polishing
tissue and lapping was performed with a P1200 abrasive. The surface
topographies of the two surface types were measured with an AFM5
on 100 × 100 μm2 test areas. The procedure is described in more
detail in Ref. [4]. The results are presented in Fig. 3. Typical quan-
tities used to characterize the roughness of a surface [3] include the

















(𝑧𝑖 − 𝑧)2, (2)
here N is the number of gridpoints, 𝑧𝑖 designates the height over a
itted reference plane in the 𝑖:th gridpoint, and 𝑧 is the mean height.
Furthermore, it is also common to extract the slope pointwise over the





where distance between the grid points, 𝜏0 = 100 nm in this study. The
corresponding average of the slope, 𝑚, and its RMS were calculated
using the same general definitions that were used for the mean of the
height and its RMS. The difference in the RMS of the surface height
4 PerkinElmer, LAMBDA 1050UV/Vis.
5 Bruker GmbH, JPK Nanowizard II.
A. Knyazev, J. Park, P. Golubev et al. Nuclear Inst. and Methods in Physics Research, A 1003 (2021) 165302Fig. 3. Results of the surface topography measurements. The top row shows results for the polished, and the bottom row for the lapped surface, with the surface maps and slope
distributions in the left and right columns, respectively.of the polished and lapped areas was rather small and was found to
be 0.22 μm for the polished and 0.23 μm for the lapped surface. The
difference between the two surfaces are more pronounced in the RMS of
the slope distribution, 𝜎𝑚, which was found to be 0.15 for the polished
and 0.54 for the lapped surface, respectively.
3. Measurement of light-output non-uniformity
3.1. Preparation of the test crystal
For this series of measurements, the same test crystal was used as
in the spectrophotometer measurements of the absorption length. In
order to investigate the dependence of the uniformity of light collection
on the surface treatment, and to see to what extent state-of-the-art
simulations can reproduce the measurement results, it is of interest to
provide a set of measurements for varying amounts of lapping applied
to the crystal surface. To achieve this the total lapped area on the test
crystal was increased gradually and the response of the crystal was
measured along the crystal main axis.
Specifically, the surface of the crystal was divided into 10 sectors
(see the right side of Fig. 1) and each sector was successively treated
until all lateral sides of the crystal were lapped. These surface treatment
cases are labeled from A to K below, where A corresponds to the fully
polished case, B means that sector 1 is lapped, C that sectors 1 and 2




The light output non-uniformity as a function of source position was












where 𝑥(𝑐)𝑖 is the photo peak centroid and 𝑁 is the number of irradia-
tion points along the main axis. For the measurements discussed here
𝛥LO of the sample was extracted from 10 equidistant points with an
intervening distance of 15.5 mm. A collimated 137Cs 𝛾-ray source was
used for production of the scintillation light. The emittance of the beam
of 10 msr resulted in a beam spot of ∼15 mm diameter on the entrance
surface of the crystal. The scintillation light was detected by a large
area APD as described above. We have in previous work performed
an investigation of the APD, specifically concerning its temperature
sensitivity and the effectiveness of temperature stabilization using the
dependence of the gain on the bias voltage. For further information
about measurement setup and the APD we refer to Ref. [4] where
information about the quantum efficiency and the responsivity as a
function of wavelength is given as well.
The non-uniformity of the light output was extracted for each
lapping treatment. The result is shown in Fig. 4. The general trend is
that 𝛥LO decreases with increased lapped area and that lapping of the
large lateral sides (left or right as indicated in Fig. 1) is most important.
Note, however, for example that by lapping three quarters of the left
side according to lapping case D, the 𝛥LO is reduced from 12.4% to
6.8%, i.e. almost by 50% with respect to lapping only the furthest most
half of the left side (case C). Consequently, the relation between the












Fig. 4. Results of the light output non-uniformity measurements obtained with a
collimated 137Cs source. The peak position as a function of distance to the light sensor
is shown for different lapping cases (see Fig. 1). The maximum relative differences for
each case, 𝛥LO, (see text) is shown in the inset.
lapped area and 𝛥LO is non-trivial and is not defined by an inversely
proportional relationship.
The dependence of 𝛥LO on the surface treatment can also be illus-
trated by the correlation between the 137Cs photo peak centroid and its
resolution for the fully polished and fully lapped crystal (see Fig. 5).
One can see the lapped crystal exhibits only small variations in the
centroid positions and thus possesses an improved energy resolution in
a realistic scenario where the position of the scintillation vertex inside
the crystal volume is arbitrary. One exception is the point closest to the
photo sensor, which deviates significantly from the general trend that
can be seen for the other points. This indicates that the measurement
in this point may be influenced by edge effects due to scattering of
large parts of the scintillation light on the readout surface. A similar
qualitative behavior was also observed for the point closest to the
readout sensor in the simulation. This is discussed further in Section 5.
It should be mentioned that the reproduction of the actual resolu-
tion was not the goal of the simulations as this would involve additional
uncertain parameters. One would in that case e.g. have to introduce the
Fano factor into the model which is outside of the scope of the current
study.
4. Simulations
4.1. General description of the simulations
As mentioned above, in this work the GEANT4 [8–10] framework
(version GEANT4.10.05.p01) was used to simulate the uniformity of the
light collection from different parts of the crystal volume. In addition
to the recent development to include light reflection and transmis-
sion for surfaces with realistic topography, GEANT4 allows to use
material-specific properties in the simulation. In this case, the scintil-
lator response was described by the emission spectrum of the optical
photons in CsI(Tl) [16], and by its wavelength-dependent refractive
index and absorption length. The refractive index was calculated using
the parameters from Ref. [14], as indicated above, and the absorption
length was extracted from the measurements described in Section 2.1.
The nominal values for these material parameters are summarized in
Table 1 as mentioned above. It should be mentioned that the material e
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Fig. 5. The relation between the energy resolution of and centroid for a photopeak
registered by the 17 cm long CsI(Tl) crystal, irradiated by a collimated 137Cs 𝛾-ray
source in 10 equidistant points (see Fig. 1) along the main crystal axis. The irradiation
points are indicated by numbers, with point 1 being closest to the photo sensor and
point 10 furthest away. The dashed blue line shows the trend for the completely
polished crystal, and the red line for the crystal with all lateral sides lapped (case K
in the text). The lapping compresses the trend curve and thus reduces the influence of
the light collection on 𝛥LO.
Fig. 6. An illustration of the microscopic approach to the simulation of real surfaces.
The surface is considered as a set of microfacets oriented with respect to the normal
of the macro surface. The 𝜃 and 𝜑 angles give the orientation of the microfacet normal
with respect to the macrosurface normal. 𝜃in indicates the incident angle, 𝜃𝑅out and 𝜃𝑇out
how the angles of reflection and transmission with respect to the macrosurface normal.
roperties can be added in GEANT4 following standard procedure,
sing dedicated calls in the detector construction routine. The approach
s well described in the GEANT4 documentation and we thus refer the
eader to Refs. [8–10] for further information and additional references
etailing how this functionality is included in GEANT4.
The simulation of the interaction of the 662 keV 𝛾-ray beam, used
n the measurements, with the CsI(Tl) material, was implemented
sing the Livermore model [17,18] for the photoelectric effect and
or Rayleigh scattering, while the Monash model [18] was used for
ompton scattering. The processes of ionization, bremsstrahlung and
ultiple scattering were activated to simulate the trajectories of the
lectrons that are knocked-out from the atoms during 𝛾-ray detection.































Fig. 7. Look-up tables and reflectivity curves for the simulations. Top left: distribution of the angles of reflection for the incident photon at 𝜃in = 45◦ and 𝜑in = 0◦ for the polished
urface. Top right: the same for the lapped surface. Bottom row: reflectivity curves for the polished and the lapped surfaces respectively. Note that white pixels contain zero counts.
or definition of the angles see Fig. 6 and for further discussion see the text.s
a
For the optical photons, bulk absorption was used as an approxima-
ion. The absorption was also investigated in separate simulation runs,
sing the geometry of the spectrophotometer measurement, in order to
erify that the simulation reproduced the expected result, before more
omplex surface treatments were introduced. A potential expansion of
he simulation would be to investigate the effects of Mie and Rayleigh
cattering in detail. One can note however, that the implementation
f Mie scattering in GEANT4 relies on four different parameters that
otentially can be fitted. However, in these first simulations using
eal surface data we aim to introduce a minimum of free parameters
nd prefer to revisit those processes in future work. In general terms
cattering of the scintillation photons on imperfections in the crystal
ill lead to deflection of the photons in their path and be experienced
s crystal dimming. Such scattering would consequently mean that part
f the photons will not propagate according to the path predicted by the
imulation but could deviate towards the side surfaces where they can
eflect towards the readout sensor along a new path or leave the crystal
ltogether. This effect could therefore also influence light collection
rom different parts of the crystal depending on where the crystal
mperfections are located, and how significant they are. For a discussion
f the effects that Mie scattering can have on photon propagation and
ollection, we refer to e.g. Ref. [19].
.2. Description of the model
The geometrical model of the 17-cm long crystal shown in Fig. 1 was
sed to describe the scintillator, and a double APD (two 10 × 10 mm2
egments) was implemented as detector for the optical photons. The
eometry of the simulated detection surface and materials matched
he physical geometry of the APD. The quantum efficiency of the
PD as a function of the photon wavelength was extracted from the
anufacturer catalogue [20].
6
The simulation mimicked the measurement procedure such that the
cintillator was irradiated in the 10 equidistant points along the main
xis. The position and the emittance of the 𝛾-ray beam were taken
from the measurement set-up described in Section 3.2. The processes
of transmission and reflection of optical photons were simulated us-
ing the framework implemented in GEANT4 for the optical surface
model developed at University of California Davis (UC Davis) [1].
For the simulations we first measured the surface topographies, for the
CsI(Tl) material and surface treatments as described above, in order
to calculate new LUTs for our case of interest. The calculation of the
LUTs is discussed in the following section where we refer to this model
for surface reflection LUTs as the Davis model, following the naming
convention in the GEANT4 documentation.
4.3. Calculation of LUTs
In the Davis model [1], the scattering of optical photons on the
boundaries of the medium is described by a 𝜃-𝜑 distribution for a set
of incoming angles. A reflectivity curve is also calculated for the set of
incoming angles.
For this study we wrote a program to calculate the 𝜃-𝜑 distribution
from the surface topography using a Monte Carlo approach. A random
point is selected on the surface. This defines the direction of the
microfacet (see Fig. 6). The outgoing direction of a scattered optical
photon is determined from the Fresnel equations for each incoming
angle to decide if it should be reflected or transmitted. The transmission
angle is calculated using Snell’s law, while specular reflection with
respect to the microfacet normal is assumed for reflection back into
the crystal. The program also ensures that the scintillation photons
created in the simulation hit the boundary from the inside of the crystal
volume.




















Fig. 8. Results from the simulation of the light-output non-uniformity for the 17 cm
long CsI(Tl) crystal used in this work. See the text for the lapping strategy scheme. The
simulations reproduce the general trend for 𝛥LO from the measurements, yielding the
lowest light-output non-uniformity for the fully lapped case (case K). See also Fig. 4.
The angles of reflection and transmission constitute the 𝜃-𝜑 dis-
tributions and the ratio of transmitted/reflected light is stored in the
reflectivity curve. An additional 𝜃-𝜑 distribution LUT, together with the
reflectivity curve, is calculated for the light scattering from the outside
into the scintillation material.
These two LUTs were in this work then used in combination to
describe scattering from the crystal to the reflector and back into the
crystal. When the light is transmitted out of the crystal, the reflection
angle in the reflector is calculated assuming specular reflection, with a
reflection probability defined by the reflectivity of the reflector foil.
The entrance point of the photons, which are transmitted back into
the crystal, is assumed to be in the same as position where the initial
scattering happens. This is a simplification made to save computation
time but is also necessary when using the Davis model for a combined
interface, including a detector medium and a reflection foil. When the
reflected light scatters on the surface of the crystal, the outgoing angles
are again defined by the LUT, but now for scattering from the outside
into the detector material.
The light may also scatter out of the detector completely. In that
case it scatters on the reflector and crystal until it transmits into the
outer volume, or the number of reflections exceeds a preset limit for the
number of reflections. With this approach, a reflection and transmission
angle, and a corresponding reflectivity curve, can be calculated for
each incoming direction producing a combined LUT. Such LUTs, for
the polished and lapped surfaces, respectively, were used in the simu-
lations of the light collection discussed here to account for the different
surface treatments (see Fig. 7). The framework described above has
the advantage that it can account for the properties of the reflective
material, commonly used together with scintillators to prevent leakage
of photons, while still allowing photon leakage out from the medium,
i.e. photon transmission.
5. Result and discussion
5.1. Measurements and simulation results for nominal parameters
As can be seen from the measurements presented in Fig. 5, the
photo peak measured for the source position closest to the photo sensor
has the smallest amplitude, i.e. centroid position, of the 10 irradiation
7
Table 2
Comparison of measurement and simulation results for
different lapping cases. The difference between the
second and third column is the removal of the first
data point in the 𝛥LO determination. For discussion
see text.
Case 𝛥LOsim, % 𝛥LO𝑁=9exp , % 𝛥LOexp, %
A 18.0 13.3 13.4
B 19.7 11.4 11.5
C 18.3 12.3 12.4
D 16.4 6.8 6.8
E 10.7 4.0 4.0
F 10.4 3.6 3.6
G 6.4 4.0 4.0
H 6.7 4.9 4.9
I 5.4 1.8 1.8
J 5.5 3.6 3.6
K 5.1 1.6 1.6
points, and also the lowest resolution for the polished crystal. When
lapping is applied on all the lateral sides the centroid positions of the
photo peaks group more closely together and also exhibit a slightly
lower energy resolution. This applies as well to the irradiation point
closest to the sensor, i.e. it moves to approximately the same centroid
position as the other photo peaks, but having already an outlier position
when it comes to resolution it cannot be brought closer to the main
cluster formed by the other nine irradiation points on the resolution
axis of Fig. 5. To some extent this behavior was also reproduced in
the simulations. The point closest to the photo sensor had the lowest
photo peak amplitude and the lowest resolution, to the level that with
the runtime-limited statistics obtained, it was non-trivial to obtain a
good fit for that point for all simulated lapping cases and to facilitate
a reasonable comparison between simulations and measurement for
the full set of cases. For this reason we have excluded this point for
the comparisons of light output uniformity below. This can also be
motivated by the fact that the centroid and resolution for the irradiation
point closest to the sensor will depend more on the amount of scintil-
lation photons that traverse directly towards the readout surface than
for points that are further away. One can mention two main features
in this context. On the one hand the point closest to the sensor sees
the exit window under a larger solid angle than the other points, and
photons that propagate in the direction of the sensor might therefore
experience relatively fewer reflections on the boundaries, making the
focussing effect less pronounced for this point. On the other hand those
photons that propagate in the opposite direction to the sensor would in
a simplified picture have to travel two times the crystal length to arrive
at the exit window, and would therefore experience more attenuation.
One can also note that this irradiation point leads to a 𝛾-ray path
hrough the crystal where scintillation photons, arising from a photo
ffect event, which propagate directly towards the readout sensor, will
ave largely varying angles with respect to the normal of the exit
urface. This means that depending on where the scintillation photons
re created along the path of the 𝛾 ray they will transmit through
he boundary and be registered by the APD with varying probability.
s an effect, scintillation events that occur towards the top or the
ottom surfaces (see Fig. 1) will see a different amount of photons being
etected compared to events that occur e.g. halfway into the crystal.
he result is a broadened and thus less distinct photo peak. This effect is
imilar to the focussing effect for a polished crystal with the difference
hat it is not influenced by the lapping of the side surfaces, which is
he topic of the current study.
Consequently, from the preliminary investigation of the first irra-
iation point we have concluded that it requires a dedicated set of
easurements to benchmark simulations for this point. However, in
rder to determine at which distance this effect becomes important it
s needed to carry out detailed measurements close to the sensor using
highly collimated, and thus stronger, source than was available for
he current study.













Fig. 9. Results of the sensitivity tests for different parameters used in the simulations. Top row: sensitivity of light-output non-uniformity as function of the refractive indices of
he coupler and the window for the polished and the lapped crystal, respectively. The filled triangle indicates the nominal factory values for the respective indices of refraction.
he filled circle shows which combination of the two refractive indices that would lead to the minimum light-output non-uniformity according to the simulation. The filled star
ives the two indices of refraction that correspond to the minimum chi-square between the measurement and simulation over the nine simulated points. Center row: Light-output
on-uniformity for the refractive index of the window, 𝑛w = 1.55, for the polished (left) and fully lapped (right) crystal. Bottom left: sensitivity of 𝛥LO with respect to the ESR
eflectivity used for the calculation of the look-up tables for the polished and lapped surface. Bottom right: the dependence of 𝛥LO on the absorption length of the crystal. If not







The results of the simulations are presented in Fig. 8 and the 𝛥LO
rom the measurements and the simulations are given in Table 2. One
an note that for the measurements there is only a small difference in
LOexp extracted for ten and nine irradiation points, where the latter
re used for the comparison with the simulations.
The general trend for 𝛥LO as a function of the lapped area is largely
eproduced by the simulations. A decrease from a non-uniformity of u
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3.5% to 1.6% is observed experimentally, while the simulations pre-
ict an improvement from 18.0% to 5.1% from a fully polished to
fully lapped crystal. An important difference between the measure-
ents and simulations is the total light output detected by the photo
ensor. During the measurement, the total light output decreased with
ncreased total lapped area (see Fig. 4) while the results of the sim-
lations show the opposite behavior. Lapping increases the total light
A. Knyazev, J. Park, P. Golubev et al. Nuclear Inst. and Methods in Physics Research, A 1003 (2021) 165302output, although making the differences between the irradiation points
smaller. This effect can potentially be attributed to the fact that in
these simulations we aimed to minimize the number of unknown
parameters and therefore made no attempt to fit any Mie scattering
parameters to the global data since such an approach would introduce
an additional level of arbitrariness. Additional scattering in the crystal
may explain the increased absorption, or loss of photons, observed in
the measurements of the lapped crystal, but other effects could do so
as well. One can e.g. measure the reflectivity of the foil as a function of
the incoming angle of a photon, and also perform actual measurements
of the refractive indices of the optical coupler and the window of the
APD instead of using the manufacturer data. If e.g. the reflectivity of
the foil would have a strong angular dependence one can speculate that
more light could escape the detector module after lapping.
As discussed above it is also interesting to note that there are certain
lapping cases between which 𝛥LO decreases rapidly. This feature is
observed also in the simulations, but it should be pointed out that they
do not correspond to the same cases as in the measurements. For the
simulation an improvement from 16.4% to 10.7% is observed when
going from the left surface being 75% to 100% lapped, while a cor-
responding drop from 12.3% to 6.8% is observed in the measurement
going from 50% to 75% lapping of the same surface. Furthermore, a
second drop in non-uniformity, from 10.4% to 6.4% is observed in
the simulation between cases F and G, where the left side is fully
lapped and the top surface goes from 50% to 100% lapping. In the
measurement a second drop in non-uniformity is also observed. In that
case it happens between cases H and I, corresponding to the left and
top sides being 100% lapped and the bottom surface going from 50%
to 100% lapping.
5.2. Sensitivity tests
Since the general trend of 𝛥LO with respect to the applied lapping
is reproduced in the simulations, but with some discrepancies still
remaining i.e. concerning the smallest achievable non-uniformity and
the total light output, it is of interest to investigate the sensitivity of
the results with respect to the physical input parameters, and thus the
precision to which they are known. Knowledge of the sensitivity to the
specific input parameters is ultimately also of interest in order to guide
the manufacturing process as a successful simulation model should be
able to tell within which limits a certain parameter, e.g. the absorption
length, should fall in order to obtain a non-uniformity within given
specifications. The simulation model should also, based on a result
for the non-uniformity, be able to predict the resolution that can be
achieved when the physical parameters have a given statistical spread
after manufacturing. Using the simulation model, we have performed
sensitivity tests of this kind for four parameters, the refractive indices
of the coupler and the sensor window, the light absorption length, and
the reflectivity of the ESR foil used for calculation of the LUTs.
The results of these simulations for the fully polished and fully
lapped crystal are presented in Fig. 9 where the two-dimensional
histograms in the top row show the light-output non-uniformity, 𝛥LO,
for different indices of refraction of the coupler and sensor window. The
nominal values for these two parameters, 1.53 for the sensor window
and 1.41 for the coupler, are indicated by the triangles in the two
histograms. For these simulations the reflectivity of the ESR foil was
set to 99.52% (see Ref. [4]) while the absorption length was given
by the measured (red) curve in Fig. 2. The minimum 𝛥LO obtained in
the respective scans is indicated by the filled circle in the histograms.
For the fully lapped case the scan gives a minimum 𝛥LO of 4.14%
for a refractive index of 1.35 for the sensor window and 1.4 for the
coupler, to be compared to the 5.07% for the nominal parameter set
and 1.57% for the measurement. A profile through the two 2D surfaces
at a constant refractive index for the coupler, 𝑛window=1.55 is given in
the central row of Fig. 9. The respective gradients, defined as the rate
of change of 𝛥LO with respect to the given parameter, were extracted
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to be −0.56 and 8.7 for the window and coupler refractive indices,
respectively, meaning e.g. that for an increase of the refractive index of
the coupler by 1% the 𝛥LO increased by 8.7% relative to the nominal
value.
The light output curves, calculated from scanning the refractive
indices in the simulations, were also compared to the measured ones
using the chi-square between the two. In this context the chi-square is
defined as the sum of the squared differences between the simulated
and measured light-output curves in the nine irradiation points. The
refractive indices giving a minimum chi-square are indicated by the
filled stars in the two-dimensional histogram. For the lapped crystal the
minimum chi-square occurs close to the nominal values, and the differ-
ence in the light-output non-uniformity, 𝛥LO, is only 0.93% between
these points. These results indicate that the precision with which the
refractive indices are known here does likely not cause the difference
in observed and simulated 𝛥LO of 1.7% and 5.1%, respectively.
Furthermore, the analysis of the simulations for the lapped crystal
shows that close to the nominal parameters, the 𝛥LO is most sensitive
to the reflectivity of the ESR foil, where an increase of the reflectivity
by 1% of the nominal value results in a relative change of the light-
output non-uniformity by −18.9% with respect to the value obtained
for the nominal reflectivity. In practice this means that an increase of
the reflectivity of the foil from 99.52% to 100% would improve the
non-uniformity from 5.1% to 4.6% (see bottom row in Fig. 9).
The corresponding dependence of 𝛥LO on the light absorption
length is less sensitive. It changes by 2.1% when the absorption length
is increased by 1% from the nominal value. For the absorption length
one can therefore conclude that if two crystals exhibit a difference of
±1𝜎 in absorption length, as shown by the blue region in Fig. 2, they
would according to the simulation (lower right panel of Fig. 9) have a
light-output non-uniformity of 6.9% and 3.6%, respectively.
6. Summary and conclusion
The introduction of the Davis model [1] in light collection simula-
tions, using look-up tables to describe optical surfaces based on real
surface data, allows to circumvent the arbitrariness that alternative
parameter-based models might introduce. With this it also becomes
possible to investigate the effects of other physical parameters that are
needed in the simulations, and which can be extracted from measure-
ments, with more confidence. In this work light collection simulations
were performed using the absorption length obtained from a spec-
trophotometer measurement and LUTs calculated from real surface
topography measured with an AFM. Previously established refractive
indices for CsI [14], as well as for the photo sensor window, and the
corresponding light coupler were introduced and their influence on the
simulation results was investigated. The simulations were compared to
a set of measurements of the light-output non-uniformity, 𝛥LO, of a
sample crystal. The simulations reproduced the general trend for 𝛥LO
as extracted from the measurements. An important difference between
the measurements and the simulation results is, however, that although
lapping improves the light-output uniformity in both cases, the total
light output is higher after lapping in the simulation but lower in
the measurements. The trend of the light-output curve is consequently
different. In the simulation the irradiation points closest to the photo
sensor exhibit enhanced light output after lapping, leading to a reduced
non-uniformity, while the measurement shows decreased light output,
with an emphasis on the irradiation points furthest away from the
sensor.
Finally, since the simulation shows similar improvement in light-
output uniformity with increased lapping area as the measurements,
but the measurements show an overall light loss with increased lapping
area, it is suggested that lapping leads to an additional light loss
mechanism that is currently not included in the simulations. Additional
absorption effects such as Mie scattering can be included in the simula-
tions in the future to establish potential contributions from this effect.









Other effects that may also give rise to additional light loss can be
e.g. angular dependence of the reflectivity and transmission of the ESR
foil. Both these effects are planned to be investigated in future work in
order to improve the predictive power of the simulations.
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